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CALL 000

INDOOR ALARMED
DEFIBRILLATOR CABINET
BATTERY INSTALLATION GUIDE
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4. Locate the black battery D . Slide the battery pack 3. Remove the battery
pack inside the AED upwards from the holder. pack cover by sliding
Alarmed Cabinet. it upwards.
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4. Insert the battery and 5, Slide down the battery 6. Please make sure to turn
replace the battery pack into the holder. ON the alarm switch.
pack cover.
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