
BATTERY INSTALLATION GUIDE
Lockable Alarmed Defibrillator Cabinet
OUTDOOR ALUMINIUM WALL-MOUNTED

147SM-OD-AL

CLOSE BATTERY CASING COVER

Close battery casing cover and secure by clipping both clasps into place. Switch 

power button to ON position. The alarm is activated when the cabinet door is 

opened. To silence the alarm, simply close the door.

LOCATE BATTERY CASING

Open the cabinet door and locate the battery casing. Whenever 

accessing the battery casing do not pull too hard to avoid loosening 

the wires. Note: Battery casing will be either red or white.
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OPEN BATTERY CASING 

To open the battery casing cover, 

unclip the two clasps located on 

the side of the housing.
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INSTALL 9V BATTERY

Only use a 9V alkaline battery. On the top of the 9V battery there are two snap 

connectors - a male connector and a female connector. Inside the battery casing 

there are two matching snap connectors. When installing the battery ensure correct 

orientation - i.e. male to female connection. Seat battery securely in place.
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